In this paper we present a self-referenced interferometric single-shot measurement technique that we use to evaluate the longitudinal chromatism compensation made by a diffractive lens corrector. A diffractive lens with a delay of 1 ps is qualified for a 60 mm beam aperture. This corrector was implemented on the Alisé Nd:glass power chain. We qualify the corrector and the Alisé power chain chromatism, demonstrating the potential of this measuring principle as well as the interest of diffractive lenses to correct longitudinal chromatism of petawatt-class lasers. Villate, L. Voisin, "A new versatile Nd:glass 200 J facility: ALISE; or from monochromatic and smoothed nanosecond pulses towards the ultra-intense femtosecond regime," in
Introduction
Ignition scale facilities now under construction, the LMJ [1] (Laser MégaJoule, in France) and the NIF [2] (National Ignition Facility, in the USA), constitute a remarkable opportunity in science and for inertial confinement fusion applications. The LIL, the LMJ laser prototype consists of an elementary unit of the LMJ, equipped with eight beams. Each beam is able to deliver a nanosecond pulse of 18 kJ at the fundamental wavelength of 1.053 µm and 7 kJ on target at 351 nm. The LIL facility will be split into eight independent beams to obtain a symmetrical irradiation on target. Moreover, an additional laser line, called PETAL (PETawatt Aquitaine Laser), offering multi-petawatt, high energy capabilities is currently being constructed [3] .
The PETAL facility is designed to deliver an energy of 3.6 kJ in 500 fs at the wavelength of 1.053 µm. It is based on the Chirped Pulse Amplification (CPA) technique [4] and uses a synthetic aperture compression scheme detailed previously [5] . PETAL, such as any other high energy Petawatt project (Omega-EP [6] , NIF-ARC [7] , PICO2000 [8] , VULCAN [9] , FIREX [10] or the Texas Petawatt Laser [11] , uses a series of spatial filters in its amplifier section to extend, image-relay and clean the laser beam of unwanted spatial frequency modulations. These spatial filters, formed with a pair of lenses, introduce longitudinal chromatism and thus temporal delay. If this effect can be neglected for nanosecond regime lasers, it becomes a crucial issue for short pulses [12] and has consequently to be corrected. Many solutions, from classical achromats to diffractive optics [11] [12] [13] , exist to compensate this longitudinal chromatism. The PETAL corrector, called CROCO (ChROmatism COrrector), takes benefit of the inverse chromatism of a diffractive optic with respect to a transparent material [14] .
In order to validate the chromatic correction, we need an accurate measurement of the spatial dependence of the pulse delay induced by the longitudinal chromatic aberrations in the power chain as well as the one induced by the corrector component. Several methods have been proposed using a reference pulse [15] . These methods are based on spatial interferometry, spectral interferometry or autocorrelation processes. "Inverted field autocorrelation" [16] is a measurement without a reference pulse. Its extension, "shifted field autocorrelation" [17] , with a spatial shift in one interferometer arm limits the interference pattern in the overlapping region of the two pulses. However, all these methods require multiple shots to estimate the delay inside the beam. We herein present an extension of the spectral interferometry technique using the principle of the shifted arm to realize a 2D-spectral interferometry allowing the measurement of the pulse delay with a single shot. Moreover, this technique does not require an unaberrated mutually coherent simultaneous reference beam to interfere with the test beam.
We therefore propose to experimentally measure the delay compensation introduced by the CROCO using a single shot technique. The experimental setup consists of an interferometer coupled with a spectrometer to give access to the CROCO's induced delay. The second section of this paper recalls the total delay introduced by the amplifier section of the PETAL facility and details the CROCO system. Section 3 is devoted to experimental measurements. After a description of the corrector manufacturing and the optical characterisation, we detail the experimental setup and the physical principles of the delay measurement. We then conclude by the obtained experimental delay to show that it is in good agreement with the CROCO specifications.
Evaluation and correction of the longitudinal chromatism for the PETAL facility
We analyzed in a previous work the global chromatism of the amplifier section of the PETAL facility and the various solutions to compensate it [14] . For the sake of completion, we would like to detail the various approaches existing to understand, represent and quantify the longitudinal chromatism.
Let's consider a single lens presenting some chromatism, its focal length variation with the wavelength can be expressed as, at the first order:
Where f 0 is the focal length at central wavelength λ 0 and f is the derivative of the function f with respect to the wavelength λ.
We can then define a value ΔZ which is characteristic of the amount of chromatism obtained for a spectral bandwidth of Δλ:
This chromatism can be also expressed as the phase difference φ Δ of the wavefront, on the edges of the pupil and of the spectrum. This phase shift characteristizes a defocusing of the beam: Where A is a form factor close to unity and h is the radius of the pupil. From Eqs. (3) and (4) we obtain the expression of the phase difference induced by the chromatism for a spectral bandwidth Δλ:
The chromatic aberration can also be described, for the central wavelength λ 0 , by the optical path length difference and defined by 0 2 λ π φ
Note that here the chromatism is proportional to the spectral bandwidth. From a temporal point of view, the chromatism can be seen as the time delay T d between the rays propagating through respectively the edges and the center of the pupil. Hence, Z. Bor [19] and H. M. Heuck [17] demonstrated that:
From Eqs. (2) and (4), we deduce that:
If we now introduce the Fourier limited pulse length associated with the spectral width Δν:
where B is a form factor close to unity and τ is the pulse duration. Hence, the delay T d characteristizing the chromatism can be written as:
In consequence, we conclude that both temporal and spectral descriptions lead to an expression of the chromatism with the same adimensioned ratio. This ratio is algebraic and is cumulative at the traversing of a succession of lenses. To measure the chromatism, we thus need an experimental setup enabling us to estimate this ratio. As described in section 3, the temporal approach is used for our measurements. As explained above, the same work can be made in the spectral domain leading to the same conclusion.
For the PETAL facility, the four pass amplifier section uses 6 lenses of various foci and radii so that the total induced delay is equal to 1520 fs i.e. about 3 times the PETAL expected pulse duration. The effect of a 2 ps additional delay on the focal spot on target for a flat top square beam can be numerically predicted and is illustrated in Fig. 2 [3] . We can see that the peak intensity is divided by 8 in absence of chromatism correction.
With dispersion
Without dispersion With dispersion Without dispersion Several methods can be proposed to compensate the longitudinal chromatism [11, 13, 14, 17] . Due to the significant amount of pulse delay to be corrected and the laser line architecture, a diffractive based solution has been retained for the PETAL facility [14] . We have demonstrated that a focusing grating with an edge line density of N = 12.767 l/mm is adequate to compensate the 1520 fs delay, this corresponds to a 2.523 m diffractive lens. Such a low line density focusing grating would exhibit very low diffraction efficiency. Therefore, a diffractive Fresnel lens was preferred. It consists of a Fresnel lens with a binarized one wave deep profile. Using a four-mask manufacturing process, the 16 level diffractive Fresnel lenses can exhibit a theoretical diffraction efficiency of 98.5% [20] . Implementation of a CROCO in the L-turn of the PETAL amplifier section is done by placing a null power optical system constituted of the diffractive corrector and of a diverging lens in front of the L-turn mirror (M2) as illustrated in Fig. 3 . It can be noticed that if this null power corrector is placed in a diverging or converging beam, a simple translation of the CROCO modifies the number of grooves on the diffractive lens overlapped by the beam and therefore the degree of correction of the system. A patent is currently pending on this tunable chromatism corrector.
Based on an early design, the work detailed in this paper is done with a 1.5 m diffractive lens, instead of the 2.523 m lens specified for PETAL. It has no impact on the announced conclusion.
Experimental demonstration

Experimental set-up: interferometric single shot chromatism measurement
We herein detail the experimental set-up allowing the measurement of the delay compensation introduced by the CROCO. Compared to other measurements [15, 17] , we propose an interferometric single-shot technique. Our diagnostic is based on a 2D-spectrally resolved interferometer [21] . An interferometer using two dihedrons generates two replicas of the beam shifted in transverse space and delayed in time. The overlapping region of the two replicas is analysed by a spectrograph. The spatial shift is made along the slit of the spectrograph. As shown in Fig. 4 , temporal delay produces spectral interference in the overlapping region and perpendicularly to the slit. A spatial variation of the delay along the slit (Y direction) will then induce a variation of the fringe period. The temporal delay is adjusted to obtain about ten fringes in order to use 1D-Fourier transform analysis in the spectral domain. As explained in the next paragraph, it is the 1D-FFT satellite positions that give access to the delay for each spatial Y-coordinate. The electric fields of two replicas delayed by T = 2 Δt are, in the spectral domain:
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At the output of the spectrograph, the total electric field is given by:
and its intensity is:
The period p of the cosine has the following property:
The relation between the temporal width τ o and the spectral bandwidth Δω is given by For a spatial shift dy, the delay between two replicas is:
The maximum delay variation, giving the maximum variation of the number of fringes, is obtained for a spatial shift equal to the beam radius: dy = a. Under this condition, the delay is: 
The experiments presented here were made on the Alisé facility [22] at the CEA-CESTA. This facility is able to deliver nanosecond to femtosecond pulses at an energy ranging from a millijoule to a few hundred joules. In these experiments, chirped pulse capability is used. Pulses, generated by a Mira oscillator are stretched up to 1.7 ns (16 nm) and amplified in a Ti:sapphire regenerative cavity up to 2 mJ. The spectrum is reduced to 7 nm because of gain narrowing. The beam propagates through the power chain increasing its diameter up to 85 mm. The amplification section is not activated. We only use the magnification factor of the chain to implement the diffractive lens (see § 3.2.) specified to produce a delay of T r = 1 ps for a 60 mm diameter. After propagating through the diffractive lens, the Alisé beam size is reduced before the interferometer down to a 1 cm beam diameter. One replica is delayed of 5 ps and the second replica is spatially shifted of half the beam size based on previous considerations. An imagery telescope is inserted to image the diffractive lens plane on the spectrograph slit to avoid spatial distortions (versus wavelength) due to the chromatism. Moreover the slit has to be adjusted to be parallel to the shearing direction. Using Alisé characteristics, the 5 ps delay will create 10 fringes on the spectrograph. The additional 1 ps delay of the diffractive lens, on the edge of the overlapping zone, will increase the fringe number from 10 to 12. The experimental set-up is detailed in Fig. 6 . The diffractive lens can be replaced by a refractive lens to give access to both the longitudinal chromatisms of the diffractive lens and of the Alisé power chain. The diffraction efficiency of this lens was measured on a specific photometer. This device was previously described [24] . It consists of a single point scanning system with a 5 mm diameter beam of that can operate at 351 nm, 523 nm or 1053 nm at variable incidence angles. The estimated absolute accuracy of the apparatus is ± 0.0015. The first transmitted order diffraction efficiency was measured at normal incidence on the clear aperture with a sampling step of 4.3 mm x 4.3 mm. The obtained result is given in Fig. 8 . If we take into account the 4% losses of the uncoated side, a mean diffraction efficiency of 0.897 is obtained. A maximal value of 0.9672 is measured at the centre of the part, which is close to the theoretical maximal value for a 16 level part of 0.985. Fall off of the diffraction efficiency in the corner is due to the reduction of the size of the Fresnel lens pattern. The theoretical pattern in the corner is probably not respected by the manufacturing process.
Diffractive Fresnel lens specifications and optical performances
Experimental results
As explained in section 3.1., the experiment consists of two series of measurements to observe variations of the interference pattern. The analyses of these measurements with a Fourier transformation technique are detailed after. A first measure is made with a refractive lens instead of the diffractive lens. This is a kind of a reference for the qualification of the diffractive lens. Indeed, in this case, the accumulated chromatism is the sum of both the Alisé power chain chromatism and the diagnostic chromatism i.e. the refractive lens, the second lens of the telescope and the imagery telescope (see Fig. 6 ). As shown in Fig. 9 , the period of the obtained interference pattern is quasiconstant on the full image. The global distortion of the fringes is due to wavefront aberrations of the input beam. In a future paper, we will demonstrate how an adequate use of this specific pattern can also give access to spectrally resolved wavefront aberrations in the manner of a large bandwidth shearing interferometer. Fig. 9 . Experimental interference pattern with the classical refractive lens. The interference period seems to be quasi-constant on the whole image. The horizontal axis is the wavelength axis in CCD pixel numbers. The vertical axis is the transverse coordinate axis along the spectrograph slit in CCD pixel numbers.
In the second series of measurements, the refractive lens is replaced by the diffractive lens described in section 3.2. Due to the variation of the delay between the top and the bottom of the overlapping zone, we observe in Fig. 10 a variation of the period of the interference pattern. The cut-off in the spatial profile comes from the limited size of the diffractive lens with a 60 mm aperture. Finally, the delay created by the diffractive lens is obtained by comparing these two series of data and by taking into account the theoretical chromatism estimated for the refractive lens. The complete analysis of the interference pattern is made using a 1D-Fourier transform along the wavelength axis. Taking the expression of the fringes, the Fourier transform in the wavelength direction gives:
where Δτ is the delay given by Eq. (20).
The Fourier transform of the signal for each Y coordinate presents a central peak and two satellites. The central peak contains information on the spectral shape of the pulses. The satellites contain information on the modulations of the spectrum. For our diagnostic, the satellite positions give information on the delay Δτ between the two replicas for each Y coordinate in the overlapping zone. Figure 11 To extract the delay from these signals, three different calibrations are required. First, we need to calibrate the spectral response of the spectrometer. This is done using two lasers with different wavelengths: 1047 nm and 1053 nm. This calibration suppresses the T r delay error that might come from a lack of parallelism between the spectrograph grating axis and the CCD X axis. Then, in order to estimate the spatial characteristics, the beam size (a) and the spatial shift (dy) in the interferometer must be measured. For these two points, a calibrated etalon aperture is inserted in the input pupil of the system near the lens aperture which is imaged with the spectrograph slit. In a first calibration measurement, an opaque mask is also inserted in one of the two interferometer arms. We calibrate this way the Y axis on the CCD. In a second calibration measurement, the opaque mask is removed and two separated images are recorded on the spectrograph CCD without overlapping, which allows us to calibrate the spatial shift: dy. These two spatial calibrations cancel the systematic error induced by a lack of parallelism between the slit direction, the shearing direction and the Y direction of the CCD.
Using these calibrations the slope of the satellite position variation, and, finally Eq. (19), the total delay measured is T r1 = 109 fs in the first experiment with the refractive lens and T r2 = -903 fs with the diffractive lens. The unique contribution of the diffractive lens T diff is the difference between the two measurements (T r2 -T r1 ) to which is added the estimated delay of the refractive lens T ref . T ref is calculated using Eq. (7) for a silica substrate and is equal to T ref = 34 fs.
Finally, the diffractive lens introduces a delay T diff = -978 fs for the 60 mm aperture, in good agreement with the specifications (1 ps). Moreover, with this interferometric single-shot diagnostic, we have measured the Alisé longitudinal chromatism to be 75 fs for a 60 mm aperture corresponding to 150 fs for the operating full beam aperture (85 mm). Again, this value for the Alisé chain is in good agreement with the calculation giving 183 fs.
Conclusion
We developed a self-referenced interferometric single-shot longitudinal chromatism diagnostic and used it to characterize a diffractive lens able to correct chromatism on Petawatt class lasers. Our measurements demonstrate that our diffractive lens delay is in good agreement with what we specified: a measured delay of 978 fs for a 1 ps delay specified. Being single shot, this measuring principle is well suited for high energy power chains like the PETAL facility. The potential of this diagnostic to realize spectrally resolved 1D-shearing interferometry has been pointed out and shall be detailed in a future work.
